Introduction {#S0001}
============

Methicillin-resistant *Staphylococcus aureus* (MRSA) is responsible for a large proportion of infections in communities and hospitals, and a recent prospective, multinational surveillance study showed the high prevalence of MRSA in many Asian countries.[@CIT0001] It has been suggested that various MRSA clones have spread between the community and hospitals as well as between countries. In Japan, bacteremia caused by MRSA is a serious problem, occurring at increasing frequency while exhibiting resistance to treatment and associated high mortality.[@CIT0002]

Among MRSA isolates, "small-colony variants" (SCV-MRSA) were recently reported.[@CIT0003]--[@CIT0006] SCV-MRSA usually grow on sheep blood agar as tiny, nonpigmented, nonhemolytic colonies that show decreased metabolic activity.[@CIT0003] SCV-MRSA can be cultured only in the presence of distinct growth factors, such as hemin, menadione, or thymidine. Among them, thymidine-dependent SCVs (TD-SCVs) are well known in the context of cystic fibrosis (CF) lung disease, especially after prior use of trimethoprim-sulfamethoxazole (SXT).[@CIT0003],[@CIT0006]

It has been shown recently that random mutations in the thymidylate synthase-encoding *thyA* gene that lead to an intracellular lack of dTMP are responsible for the formation of the colonies with the TD-SCV phenotype.[@CIT0004],[@CIT0005] TD-SCVs are apparently able to use thymidine and/or the metabolize dTMP from the environment; as a result, TD-SCVs can bypass the antibiotic effect of folic acid antagonists and consequently are resistant to SXT. The detection of SCV-MRSA, including TD-SCVs, is indispensable to the efficient and quick implementation of treatment by anti-MRSA drugs; agar plates capable of detecting both regular MRSA and SCV-MRSA are necessary for clinical applications.[@CIT0007]--[@CIT0009]

In the present study, we investigated several MRSA-specific agar plates for their ability to efficiently detect SCV-MRSA. Specifically, we compared these media for their efficiency of detection of SCV-MRSA in stock strains and clinical samples from patients at 24 and 48 hrs of culturing.

Methods {#S0002}
=======

SCV-MRSA strains {#S0002-S2001}
----------------

SCV-MRSA strains from adult patients were cultured from several matrices, including blood, sputum, pus, ear secretions, pharyngeal swabs, and urine; the resulting isolates were stocked systematically at −80ºC. Five original stocked strains, SCVs-1--5, were derived from sputum, ear secretions, pharyngeal swab, sputum, and sputum, respectively. All strains were recovered from the frozen stocks by streaking to sheep blood agar plates. Following incubation for 24 hrs at 35ºC, the colonies were resuspended in xx medium to a density of approximately 0.5 adjusted McFarland units (corresponding to 1 x 10^6^--1×10^8^ cells/mL) as determined by a turbidity meter before streaking to the solid growth medium being tested. Characteristics of stocked SCV-MRSA were determined biochemically, genetically, and microbiologically by analysis of catalase, mannitol, and coagulase production; thymidine-dependency; presence of the *pbp-2ʹ* and *mecA* genes, and susceptibility to cefoxitin (CFX) and STX.

In addition, 36 clinical swabs including SCV-MRSA from patients also were cultured and tested for detection on various solid media at 24 and 48 hrs. Clinical samples were routinely identified by the growth of the bacteria on regular sheep agar plates; when we identified MRSA, especially in patients who had received SXT treatment, we streaked on all three of the tested solid media. This screening yielded a total of 36 clinical samples from which SCV-MRSA were isolated.

This study was approved by the Committee for Clinical Scientific Research of Tohoku Medical and Pharmaceutical University Hospital on July 30, 2017 (ID: 2017-2-030); all patients provided written informed consent for use of their specimens.

TOF-MS and its scoring {#S0002-S2002}
----------------------

The identification of bacteria by MALDI-TOF MS also was performed serially in parallel with the phenotypic characterization described above. The MALDI-TOF MS was performed at the clinical laboratory of Tohoku Medical and Pharmaceutical University Hospital according to a standard protocol and using Bruker Daltonics equipment (Bremen, Germany).[@CIT0010],[@CIT0011] The positive colonies were simultaneously assessed for bacterial identification using conventional procedures, including MicroScan Walkaway panels (Beckman Coulter, Jersey City, NJ, USA), and complementary individual biochemical or enzymatic tests. Spectral scores of \>1.700--1.999 and \>2.000 indicated identification at the genus and species levels, respectively.

Agar plates {#S0002-S2003}
-----------

In addition to sheep agar plates, which are used regularly for bacterial isolation, we used three MRSA detection plates, including MS-CFX and X-MRSA (Nissui, Tokyo, Japan), and CHROMagar (Kanto-kagaku, Tokyo, Japan; originally from Becton Dickinson, Franklin Lakes, NJ, USA). The MRSA colonies were detected on the respective agar plates as yellow, blue, and red colonies. Additionally, we noted that while *Corynebacterium* species grew as white colonies and regular-MRSA grew as bigger colonies on these media, the resulting colonies could be distinguished from SCV-MRSA based on appearance (*Corynebacterium* were white) and on size (regular-MRSA were larger).

Results {#S0003}
=======

Detection of SCV-MRSA from stocks using MS-CFX, chomagar, and X-MRSA plates {#S0003-S2001}
---------------------------------------------------------------------------

For this comparison of the MRSA detection plates, we prepared and re-cultured five SCV-MRSA strains from stocks ([Table 1](#T0001){ref-type="table"}). All five of the stocked SCV-MRSA showed similar characteristics, including thymidine dependence, SXT resistance, biochemical reactions, and susceptibility to other antibiotics.Table 1Characteristics of stocked SCV-MRSA strainsStrainsSCVs-1SCVs-2SCVs-3SCVs-4SCVs-5Catalase+++++Mannitol++−++Coagulase+++++TOF-MS score^a^2.3122.3342.4812.2672.121Thymidine dependent+++++PBP2'+++++*mec* A gene+++++CFX（KB disc method）RRRRRCFX MIC16248\>256\>256(E-test) S/I/RRRRRRSXT susceptibilityRRRRRMRSA/MSSAMRSAMRSAMRSAMRSAMRSA[^1][^2]

These pure SCV-MRSA strains grew well and were detected easily after either 24 and 48 hrs on both X-MRSA and CHROMagar plates; in contrast, colonies of these pure SCV-MRSA strains were not readily detected on MS-CFX plates at either time point ([Table 2](#T0002){ref-type="table"}). In the case of SCV-3, we observed smaller-than-expected MRSA colonies on the MS-CFX plates, and colony numbers were lower than those observed on regular sheep agar plates. Furthermore, larger numbers of colonies were detected more clearly on X-MRSA and CHROMagar than on MS-CFX plates ([Figure 1](#F0001){ref-type="fig"}).Table 2Evaluation of SCV-MRSA score of 5 stocked strains on each agar plateMS-CFXX-MRSACHROMagar MRSAScoring^a^24 hrs48 hrs24 hrs48 hrs24 hrs48 hrs555554332215[^3] Figure 1Identification of SCV-MRSA from stocks after 24 (**A**--**D**) and 48 (**E**--**H**) hours of growth (respectively) on sheep agar plates (**A** and **E**), MS-CFX (**B** and **F**), X-MRSA (**C** and **G**), and CHROMagar (**D** and **H**). The results obtained with the SCV-3 strain (as shown in this figure) were representative of the results obtained with all five stocked SCV-MRSA strains. SCV-MRSA colonies were detected more easily on X-MRSA and CHROMagar plates than on MS-CFX plates. The regular sheep agar plates yielded colonies of sizes similar to those seen on X-MRSA and CHROMagar plates, but sheep agar did not permit distinction between regular- and SCV-MRSA.

Detection of SCV-MRSA from clinical isolates using MS-CFX, X-MRSA, and chromagar plates {#S0003-S2002}
---------------------------------------------------------------------------------------

Most clinical isolates of SCV-MRSA were detected readily on X-MRSA plates. These clinical isolates also were detected readily on CHROMagar and MS-CFX, although some of these SCV-MRSA were not as easily observed after 48 hrs on CHROMagar and MS-CFX compared to X-MRSA at the same time point; notably, at 48 hrs on X-MRSA, these isolates showed growth exceeding grade 4 in all cases ([Table 3](#T0003){ref-type="table"}).Table 3Evaluation of MRSA score of SCV-MRSA clinically isolated from 36 patients on each agar plateMS-CFXX-MRSACHROMagar MRSAScoring^a^24 hrs48 hrs24 hrs48 hrs24 hrs48 hrs53134323531324211112321212112211[^4]

Representative SCV-MRSA detected in cases among 36 clinical swabs from the patients are shown in [Figure 2](#F0002){ref-type="fig"}. Case 4 corresponded to an 80-year-old male patient with rheumatoid arthritis; slow-growing colonies of SCV-MRSA from the sputum of this case were detected readily on X-MRSA, and we could distinguish SCV-from regular-MRSA and from *Corynebacterium* species based on colony size and color, respectively, after 48 hrs of culturing ([Figure 2G](#F0002){ref-type="fig"}). However, we were unable to distinguish between SCV-MRSA and the other similar bacterium, such as regular-MRSA and *Corynebacterium* species, when growing on CHROMagar plates for either 24 or 48 hrs ([Figure 2D](#F0002){ref-type="fig"} and [H](#F0002){ref-type="fig"}). SCV-MRSA colonies also might be detectable on MS-CFS plates at 48 hrs, but we observed only regular-MRSA and *Corynebacterium* species from this case when grown on this medium ([Figure 2F](#F0002){ref-type="fig"}). On sheep agar plates, over-growth and growth of contaminant colonies were observed at both 24 and 48 hrs ([Figure 2A](#F0002){ref-type="fig"} and [E](#F0002){ref-type="fig"}).Figure 2Identification of SCV-MRSA from clinical specimens of Patient 4 after 24 (**A**--**D**) and 48 (**E**--**H**) hours of growth on sheep agar plates (**A** and **E**), MS-CFX (**B** and **F**), X-MRSA (**C** and **G**), and CHROMagar (**D** and **H**). This SCV-MRSA strain was cultured from the sputum of an 80-year-old male. Thin and long arrows indicate the SCV-MRSA colonies. Thick arrows indicate regular-MRSA colonies, which were bigger and clearer than those of SCV-MRSA. Dotted arrows indicate colonies of *Corynebacterium* species; which were of similar size but whiter than those of SCV-MRSA. Such colonies were detected more readily on X-MRSA plates at 48 hrs than on the other three plate types at 24 or 48 hrs.

Discussion {#S0004}
==========

SCV-MRSA emerge as MRSA variants that persist in patients for months or years in a dormant metabolic state, sometimes appearing as fatal pathogens, as demonstrated by the isolation of SCV-MRSA not only from the sputum of CF patients, but also from bloodstream, urine, and pus of intraabdominal abscess.[@CIT0003]--[@CIT0005] SCV-MRSA are defined based on their ability to grow on sheep blood agar as tiny, nonpigmented, and nonhemolytic colonies that show decreased metabolic activity.[@CIT0003] Such variants can be cultured only in the presence of distinct growth factors, including thymidine; therefore, MRSA-specific plates that can detect not only regular MRSA, but also SCV-MRSA, are necessary.

Recently, we have been employing several versions of MRSA-specific solid media, including MS-CFX, X-MRSA, and CHROMagar plates. In the present study, we evaluated and compared the SCV-MRSA detection efficiencies of these three plate types.[@CIT0007]--[@CIT0009] Among the three types, X-MRSA plates showed very good detection ability, although CHROMagar also showed similar detection rates for stocked SCV-MRSA compared with MS-CFX plates. X-MRSA plates provided better detection of SCV-MRSA from clinical samples than did either CHROMagar or MS-CFX plates; this detection included that of isolates from the sputum of immunocompromised patients. These results suggested that there were some differences among the MRSA-specific plates in terms of SCV-MRSA detection, and that X-MRSA detected SCV-MRSA better than did the other two MRSA-specific plates. The use of these MRSA-specific plates, in addition to standard sheep agar plates, is expected to prevent the misdetection and/or delayed detection of SCV-MRSA.

The use of chromogenic media recently has become an important method for the rapid identification of microorganisms in clinical samples: these media permit the detection of the production of key microbial enzymes as diagnostic markers for pathogens by incorporating chromogenic substrates into a solid-agar-based matrix.[@CIT0007]--[@CIT0009] In contrast to conventional culture media, chromogenic media allow direct colony-color-based identification of the pathogen in primary culture. This identification reduces the need for subculturing for further biochemical testing and genetic analysis (eg, PCR and Next-Generation Sequencing).[@CIT0012]--[@CIT0017] These biochemical and genetic analyses are accurate and consistent, but the techniques typically are expensive and time-consuming, and may be still difficult to distinguish SCV- and regular-MRSA: Thus, direct colony-color-based identification of the pathogen from primary culture reduces the cost and time required for bacterial characterization.

However, recommended incubation times are usually 24 hrs, not 48 hrs; two days of culturing can result in overgrowth of MRSA and other contaminating bacteria, making it difficult to distinguish the MRSA colonies. Our data suggest that 48 hrs culturing might be better than 24 hrs incubation for detecting SCV-MRSA, consistent with the results of previous reports.[@CIT0007],[@CIT0008] Further studies in both basic and clinical microbiology will be needed to address the extension of incubation time with MRSA to permit the efficient detection of SCV-MRSA.

In conclusion, we compared the efficiency of SCV-MRSA detection on three types of MRSA-specific solid media. We tested both stocked SCV-MRSA strains and isolates from primary clinical samples, and found that X-MRSA plates might be better than MS-CFX and CHROMagar plates for SCV-MRSA detection. Extending the incubation time (from 24 to 48 hrs) also might be needed to facilitate SCV-MRSA detection.
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[^1]: **Note:** ^a^TOF-MS score: as*S. aureus*, and \>2.1 were identical.

[^2]: **Abbreviations:** TOF-MS, time of flight mass spectrometer, PBP, Penicillin binding protein, CFX, Cefoxitin, MIC, Minimum inhibitory concentration; SIR, susceptible, intermediate, and resistance; SXT, trimethoprim-sulfamethoxazole; MRSA, Methicillin-resistant *Staphylococcus aureus*; MSSA, Methicillin-susceptible *Staphylococcus aureus*.

[^3]: **Notes:** ^a^MRSA scoring (5： excellent→ 3：good→ 1：poor).

[^4]: **Notes:** ﻿^a^﻿﻿MRSA scoring (5： excellent→ 3：good→ 1：poor).
